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We describe a new 17T cryomagnet for neutron, x-ray or optical experiments with rapid in-situ sample change.
Sample temperatures are controllable from < 2K to 300K in vacuum. Alternatively a room temperature bore
insert can be used for experiments in the field centre under atmospheric conditions. Some of the advantages
of this system include very low background scattering due to the small amount of material in the beam path,
rapid cooldown, and fast field ramping. Access is available in a ±10− 11◦ cone around the field direction on
both sides.
I. INTRODUCTION
Cryomagnets are common sample environment equip-
ment on neutron and synchrotron beamlines. However,
there is an inherent tension between the demands of on-
line scattering experiments (beam access over large solid
angles, rapid sample changing and the flexibility to cope
with multiple sample configurations), and those of pro-
ducing high magnetic fields (small sample volume, struc-
tural reinforcement, cryogenic vacuum, cooling for mag-
net and sample), particularly if very uniform fields are
required.
Because of this, the most common design for beamline
cryomagnets has been to use split-pair coils to increase
angular access. Most typically, this has taken the form of
vertical field split coils, in a pseudo-Helmholtz configura-
tion. This permits vertical sample loading along the coil
axis, and, for neutrons, close to 360◦ access perpendicu-
lar to the field, (through aluminum rings that keep the
coils apart). For other probes such as x-rays, different
window materials are required, and these windows are
invariably small, producing stress concentrations which
reduce the support strength and hence maximum field
available. Other options include horizontal field split pair
coils, with access in cones around the directions parallel
or perpendicular to the field, to maximise available scat-
tering angles. The latter design in particular has very
large forces between coils, limiting the maximum field
available (the largest such field on a beamline to date is
11 T). In both of these configurations, the field at the
sample position is less than that within the coils them-
selves, which limit the maximum useable field.
Certain experimental setups relax some of these con-
straints. Small angle neutron scattering (SANS) is a
powerful technique for investigating structures on length
scales in the range 1 - 1000 nm1. It has been used with
great success to investigate flux line lattices (FLL) in
the mixed state of Type-II superconductors2,3, where the
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position and intensity of the diffraction spots associated
with the FLL provide unique information about the su-
perconducting state. The flux lines form parallel to the
applied field in most cases, and hence a horizontal field,
approximately parallel to the neutron beam, is most suit-
able to observe them easily. These lattices show novel
features up to the highest previously attainable fields4,5,
motivating the commissioning, from Cryogenic Ltd., of a
new horizontal-field magnet capable of reaching fields of
17 T.
In order to reach such a field at an affordable price and
compact size, a solenoid design was adopted. Obviously,
this restricts the scattering geometry to beam directions
along, or close to, the field axis, but allows much higher
fields to be reached. The chosen design also has the ad-
vantage that the superconducting coils can reach maxi-
mum field at a temperature of 4.2 K, without the need
for a lambda plate cooling system. The solenoid design
also has a significantly lower stray field than split coil
magnets of similar field strength, which has lead to the
use of actively shielded magnets in some cases6,7. It also
provides excellent field homogeneity (1 part in 104 over
a 1 cm3 region at the field centre), which is essential to
ensure that flux lines remain parallel over the region of
interest. The time taken to ramp up to full field, around
40 minutes, is also an important consideration in beam-
line experiments where experimental time is restricted.
In addition to high fields, low temperatures are needed
to reach most superconducting states, and so the mag-
net is fitted with a variable temperature insert (VTI)
to which the sample is connected. This sample can be
changed using a horizontal loading mechanism.
As this cryomagnet has been designed with SANS in
mind, another popular use of magnetic fields is to align
anisotropic particles8 (e.g. colloids or polymers in solu-
tion). These particles experience a torque favoring align-
ment with the field. Accordingly, the cryomagnet can
also be configured in a setup permitting access to the
field centre in temperature-controlled atmospheric condi-
tions. Bearing in mind the limits on angular access, such
a magnet has a number of other potential uses which are
discussed at the end of this article.
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2FIG. 1. (Color online) Schematic side view cross section of
the magnet bore. Not shown are the helium and nitrogen
reservoirs, and an additional 40 K shield cooled by helium
boiloff. The windows are contained in a hinged frame, and
can be sapphire or silicon, or potentially beryllium or Mylar
for X-ray use.
To maximise the use of this cryomagnet, it has been
designed to be transportable between large facilities, and
to date, has completed six surface transports within Eu-
rope without damage, and operated successfully at both
the Institut Laue-Langevin9 and the SINQ Facility at the
Paul Scherrer Institut.
II. CONFIGURATION FOR SANS AT LOW
TEMPERATURE
A. Magnet interior
Figure 1 shows a schematic of the interior of the mag-
net. There is a cone free of obstructions on both sides
of the sample position with opening angle of ±10◦ on
the upstream side, and ±11◦ downstream, from a 10 mm
diameter sample. Windows of either sapphire or sili-
con are currently available. Sapphire allows optical ac-
cess, while silicon has a slightly lower neutron scattering
background. There are two removable radiation shields
thermally connected to the nitrogen reservoir (these are
referred to as ‘nitrogen windows’ from here on). They
each consist of stainless steel and aluminum support rings
holding two parallel layers of aluminum foil. This ensures
good radiation shielding whilst minimising the amount of
material in the beam.
To ensure that the radiation shields and sample posi-
tion remain aligned with the magnet axis as the system
is cooled, the 77 K shields internal to the magnet bore
and the VTI ring are mechanically connected to the 4.2K
magnet casing. Low thermal conductivity materials, and
a long heat path are used to minimise helium boiloff.
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FIG. 2. (Color online) Temperature history showing rapid
cooldown of VTI and sample stage from above 200K, and fast
response at low temperature. The sample holder is connected
to the VTI by ∼ 10 cm.
B. Variable temperature insert
Temperature control is achieved via a thermally iso-
lated gold-plated copper ring, cooled by a brass tube fed
from the helium bath, via a computer controlled needle
valve. The helium is evaporated and pumped away by a
rotary pump. A Cernox 1050 thermometer is positioned
on the VTI cold ring, with resistive heating wrapped non-
inductively around the outside of the VTI. The temper-
ature range of the sample stage is ∼ 2 K up to 300 K.
Figure 2 shows a typical cooldown and control at low
temperature, demonstrating the short time to base tem-
perature and fast thermal response.
C. Sample holder
The sample holder is a cup made of 99.99% pure alu-
minum, to ensure negligible thermal gradients arising
from thermal radiation from the shields. The sides con-
tain slits to prevent significant forces arising due to eddy
currents in the event of a quench. The thermal connec-
tion to the VTI cold ring is made via metal to metal
contact, with three screws which can be tightened using
a manipulator system as described below. There are 16
electrical contacts available, made using push-pin style
connectors which connect to contact pads on the VTI
cold ring, for thermometry or other electrical connec-
tions to the sample cup. The sample itself is typically
mounted on a pure aluminium plate, which is screwed
on to the back of the cup facing the beam. One side of
the plate may be electrically isolated to avoid creating
addition eddy current paths.
D. Sample Rotation mechanism
In addition, we have a sample cup which is adapted to
contain an attocube R© piezoelectric-driven rotation stage
(Fig. reffig:attocube), which allows the sample to be ro-
tated in situ about a vertical axis, perpendicular to the
3FIG. 3. (Color online) Rotation stage holder showing
attocubeR© with 99.99% Al sample holder, heater, thermome-
ter, and thermal link in foreground.
magnetic field. A potentiometer readout gives a measure-
ment of the angle to within 0.05◦. The rotation stage is
mounted on a removable platform, with push pin elec-
trical connections onto contact pads at the back of the
sample cup. The sample itself is fixed to the top of the
stage on an L-shaped holder, so that it can be turned rel-
ative to the neutron beam. Due to the intrinsically poor
thermal contact from the cup to the sample holder and
relatively large thermal mass, a set of 1000 25µm diame-
ter copper wires was used to form a flexible thermal link,
and an additional thermometer and heater were attached
to the sample holder.
III. SAMPLE CHANGE MECHANISM
A. Manipulator arm
The sample sits in the main cryostat vacuum space,
and a special mechanism has been designed to change it
without breaking the vacuum (and hence warming the
magnet up to room temperature), which would take sev-
eral days to return to a useable state. This is accom-
plished with a manipulator arm system, with its own
vacuum chamber which fits on either end of the magnet
and allows sample change to be performed under high
vacuum conditions. Before opening the access window
and carrying out the sample cup removal procedure, a
turbo pump or equivalent is used to reach the required
vacuum level, ∼ 10−4 mbar in the manipulator cham-
ber; when the access window is opened with the magnet
cold, cryopumping takes over and the pressure drops to
∼ 10−6 mbar.
Figure 4 shows a schematic setup. The manipulator
arm passes through a ball joint at the centre of a 34 cm
diameter, 2 cm thick perspex (plexiglass) window, which
allows generous visual access. The joint has four degrees
of freedom; the arm can be rotated and pushed in and
out as well as tilted horizontally and vertically. Double
O-rings are used in the ball joint and within the arm.
The space between the O-rings is pumped with a rotary
FIG. 4. (Color online) Schematic side view of the manipulator
arm and vacuum chamber. The sample cup is on the end of
the manipulator arm, ready to be inserted into the VTI. The
nitrogen window is shown parked in a holder. Other tools,
the access window and the parking place for the sample cup
tool are not shown, but are located around the inside of the
manipulator chamber. O-ring seals are not shown, those in
the arm are described in the text. (Not to scale.)
pump, or connected initially to the main chamber vac-
uum, to give a static vacuum that minimizes leaks from
air into the principal vacuum space.
On the vacuum end of the arm is a general purpose
bayonet to pick up a variety of tools parked around the
manipulator chamber. The bayonet has a spring loaded
locking mechanism so that tools cannot be dropped ac-
cidentally and are unlocked from the manipulator by re-
turning them to the tool parking place. The manipulator
arm also contains a push rod controlled by a micrometer
gauge on the user end. This is used to open or close tools
attached to the arm.
B. Sample changing procedure
We describe below the procedure for changing samples,
noting important features of the system along the way:
1. Attach an aluminum cover plate to the access win-
dow frame to protect the silicon/sapphire window.
2. Attach the manipulator chamber to the cryomagnet
at the input beam end and pump it out.
3. Set the VTI temperature to at least 100 K (to re-
duce thermal shock).
4. Pick up a hexagonal wrench tool and unscrew the
magnet window frame (the screws are held cap-
tive by the aluminum cover plate). The window
is swung open, on hinges.
5. Loosen the screws holding the nitrogen window in
place.
6. Pick up the nitrogen window tool. The push rod
is used to control a set of sprung levered arms that
can serve either to retain the tool on its holder, or
grip onto the nitrogen window frame.
47. Pick up the nitrogen window by twisting it to allow
screws on the shield to pass through keyhole shaped
holes on the window. Park the window in its holder
inside the manipulator chamber.
8. Loosen the M3 sample cup retaining screws on the
VTI using a hexagonal wrench. These grip onto a
stainless steel ring attached to the open end of the
sample cup.
9. Pick up the sample cup tool, this too has three arms
which can hold the tool onto its holder, or be used
to pick up a sample cup.
10. Pick up the sample cup, by rotating the stainless
steel ring 10◦, allowing the retaining screws to pass
through keyhole shaped screws in the ring. Park it
in a holder in manipulator chamber.
11. Pick up a new sample cup from a second holder, and
install into the VTI, engaging the keyhole shaped
holes in the locking ring with the retaining screws
by turning 10◦. Pegs on the VTI ring ensure that
the electrical contacts are properly aligned, and
that the cup is held while the ring rotates.
12. Tighten the retaining screws onto the cup, ensuring
enough pressure to provide good thermal contact.
13. Replace the nitrogen window and tighten the re-
taining bolts.
14. Close the access window and tighten the bolts.
15. Break the manipulator chamber vacuum and re-
move it.
The entire operation, including rotation of the cryo-
stat on the beamline by 90◦ to allow access to the beam
input window, and pumping of the chamber, takes about
an hour. After sample change, colling to base temper-
ature is rapid (see Fig. 2 because of good metallic con-
tact between the VTI and sample cup. The design of
the manipulator chamber allows additional tools to be
added should the need arise, subject only to limitations
of space. However, the attocube arrangement could be
used to rotate several different samples mounted on its
circumference into the beam.
Automated sample changing mechanisms such as those
described in Ref. 10 would only be viable if the vacuum
chamber were permanently attached. The horizontal ac-
cess and lack of space on most small angle scattering
instruments precludes this. However, the attocube ar-
rangement could be used to rotate several different sam-
ples mounted on its circumference into the beam.
IV. CONFIGURATION FOR AMBIENT TEMPERATURE
ACCESS TO FIELD CENTRE
For experiments which require ambient pressure and
temperature conditions at the field centre, one of the win-
dows may be replaced with a conical insert made of alu-
minum alloy (Fig. 5). This has a sapphire window at one
end, sealed with indium. If an unobstructed optical view
along the axis is required, a sapphire window is placed in
the downstream direction, and the 77K radiation shield is
also removed at that end. The angular access upstream is
reduced to ±7◦ with the insert in place; the downstream
angular access is unaffected.
FIG. 5. (Color online) Room temperature bore insert. This
replaces one access window, and contains a heater and ther-
mometer at the sample end.
This may be inserted into the bore, or removed, either
by hand with the magnet at room temperature, or under
vacuum using the nitrogen window tool. The sample is
held in an aluminum puck which fits onto two pegs at the
end of the bore. The sample puck can be rapidly inserted
and removed with a simple insertion rod.
In order to maintain a constant temperature and pre-
vent condensation due to radiative losses to the surround-
ing 77 K shield, the insert has an integrated heater and
platinum thermometer, as well as being surrounded with
superinsulation. If controlled cooling below room tem-
perature is required, an aluminium tube can be fitted
into the conical part of the bore, and cold nitrogen gas
passed through. This cuts down the input angle, but al-
lows rapid and accurate temperature control in the range
10− 50 ◦C.
To accommodate differential thermal expansion of the
magnet and support system with respect to the outer
vacuum vessel when the cryostat is initially cooled from
room temperature, the insert can be moved vertically by
2 mm without breaking the vacuum seal.
V. EXAMPLE DATA
Figures 6(a) and (b) show example diffraction data
taken with the sample in vacuum and using the room
temperature insert, respectively. They illustrate the two
main applications for this magnet — the study of vortex
lattices in superconductors, and magnetic alignment of
anisotropic particles in solution at ambient conditions.
5FIG. 6. (Color online) (a) Diffraction pattern of the flux lat-
tice in YBa2Cu3O7 at 16.7 T - a world record, measured at
on D22, ILL. (b) Scattering versus momentum transfer for fd
virus. The scattering from randomly oriented rods is greatly
increased when they are aligned parallel to a 10 T field which
is parallel to the neutron beam, giving the cylindrically sym-
metric pattern in the upper inset. When the field is reduced
to zero, the rods form a phase which spontaneously breaks
cylindrical symmetry (lower inset).
VI. REMOTE INTERFACING
The cryomagnet system (magnet power supply, tem-
perature control, and motorised needle valve system is
controlled by a LabVIEWTM-based program provided by
the manufacturer. Because the experimental procedures
at large facilities are largely automated, the 17T magnet
control system has to be integrated with existing instru-
ment control. This is accomplished using an RS232 serial
link, which allows remote control of the cryomagnet and
VTI, with monitoring of all required parameters.
VII. TRANSPORTATION
The cryomagnet is specifically designed to be trans-
portable by road between multiple facilities. It was spec-
ified to cope with an acceleration of up to 3g horizon-
tally. For protection additional to the fixed stays which
hold the He bath in place, transport bolts can be inserted
into the coils when at room temperature to hold it in the
fixed position relative to the outer case. The entire sys-
tem fits in four reusable cases and can be transported
using a small vehicle, such as a transit van.
VIII. FURTHER USES AND DEVELOPMENTS.
As well as SANS, the cryomagnet is suitable for a num-
ber of other types of experiment, particularly small an-
gle X-ray scattering, X-ray magnetic circular dichroism
(XMCD), and spin dependent Compton scattering. De-
pending on the energy, this may require the replacement
of the windows with Be, Al or mylar, and LN2 radiation
shields with aluminised mylar. We are currently in dis-
cussions to carry out SAXS measurements in the near
future.
Intended future developments would be to retrofit a
3He or dilution refrigerator unit. The latter would some-
what restrict the angular range, but could use the exist-
ing VTI system as the 1 K pot.
At present the magnet is in use at European neutron
sources, and enquiries about collaboration are welcomed.
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